Translaminar Facet Screw Fixation

Rick C. Sasso, MD and Natalie M. Best, BS

Indiana Spine Group, Indianapolis, IN

Introduction
Lumbar fusion has proven to be an accepted treatment for a variety of indications. Pedicle screw fixation has historically been the gold standard for providing stabilization to the lumbar motion segment while the fusion matures. However, numerous studies have reported high complication rates, increased pain, and juxtalevel degeneration due to the size of the pedicle screw instrumentation, the necessary wide soft tissue dissection, and exposure of the cephalad facet joint (4,7,10,13,25). These criticisms of pedicle screw fixation have necessitated more minimally invasive techniques and less bulky instrumentation.

Facet screw fixation was first described in 1948 by King (23). His technique involved short screws placed horizontally across the facet joint. (Figure 1) The screw enters the inferior articular process just medial to the joint and crosses the joint into the ipsilateral superior articular process. Improvements on this technique were made in 1959 by Boucher (5). His method used the same starting point as King, but the screw is directed more vertical into the base of the pedicle thereby increasing the length of screw in the caudal vertebral. (Figure 2) Magerl changed the starting point of the screw to the junction of the contralateral spinous process and lamina. This translaminar technique described by Magerl in 1984 maximizes the strength and length of the screw both proximal and distal to the facet joint (26). (Figure 3) This technique involves a midline incision with dissection only out to the facet joints. The transverse processes and cephalad juxtalevel facet joints are not exposed. The screw used is significantly longer than that used by both Boucher and King due to an entry point at the base of the contralateral spinous process. This improves the technique by increasing the effective working length of the screw on both sides of the facet joint resulting in increased strength of the fixation.

This review focuses on the advantages of translaminar facet screws as established in both the literature and in our experience. Translaminar facet instrumentation involves minimally invasive techniques without significant soft tissue dissection. Improvements over pedicle screw fixation have been shown in biomechanical stability and stiffness, complication rates, reoperation rates, operative time, blood loss, and patient perceived outcomes. Additionally, current intraoperative surgical image navigation techniques are rapidly improving which have increased the accuracy and decreased the operative time in placement of these screws.

Biomechanics
Biomechanical and clinical studies have defined the benefits of Magerl’s translaminar modification to the facet screw. Translaminar facet screws provide substantial biomechanical stability and rigidity to the instrumented segment. The first study evaluating the biomechanics of translaminar facet screws was by Kornblatt et al (24). Increased stiffness in static loading tests was determined. Heggeness and Esses substantiated these results with further biomechanical testing using repetitive cyclic compressive loads (17). The translaminar facet screws were able to maintain an increased

Figure 1: Facet screw fixation as described by King (1948). The short screw traverses horizontally across the joint from the inferior articular process of the cephalad vertebrae to the superior articular process of the inferior vertebrae.

Figure 2: Boucher modification of King’s facet screw (1959). The screw is aimed into the base of the pedicle thus increasing the length of the screw in the inferior vertebrae.

Figure 3: Magerl translaminar facet screw (1984). The entry point of the screw is at the junction of the spinous process and lamina of the contralateral side. The exit point is the base of the pedicle as in the Boucher technique.
Translaminar facet screw fixation

stiffness under cyclic loading (4 sec/cycle) after 5,000 cycles. Additionally, biomechanical comparisons have been made between pedicle screws and translaminar facet screws. Deguchi et al. (9) found a statistically similar performance in the flexion-extension biomechanics of pedicle screws and translaminar facet screws. Ferrara et al. showed similar results with comparable stability and mechanical fixation with less destruction than pedicle screws (11). Thus, the literature has shown that despite being less invasive and bulky, translaminar facet screws provide comparable stiffness, rigidity, and purchase in multiple biomechanical studies.

Although translaminar facet screws provide adequate stability in a stand-alone situation, they appear to be particularly beneficial when combined with a solid interbody graft. (Figure 4) In a human cadaveric model with interbody spacers, Ferrara et al. compared pedicle screws and facet screws in short-term and long-term repetitive cycling (11). Both types of fixation provided significant improvements in stiffness and decreased range of motion compared to the intact specimens. No differences were found between the fixation techniques except under flexion loads where transfacet screws were actually statistically significantly stiffer than the traditional pedicle screw construct. Furthermore, these biomechanical advantages did not degrade with repetitive cycling. These authors concluded that despite the minimally invasive nature of the transfacet screws compared to the much bulkier pedicle screw and rod construct, they performed as well biomechanically when coupled with an interbody graft. In fact, in certain loading conditions, the facet screws provide better fixation than the pedicle screws. Thus, in a circumferential fusion with a structural interbody graft it is most reasonable to utilize a minimally invasive posterior instrumentation technique with translaminar facet fixation. This obviates the need for bulky pedicle screws and rods and decreases the “posterior fusion disease” associated with these larger constructs. Even if the pedicle screws and rods are placed percutaneously, they are still in very close proximity to the cephalad facet joint. The pedicle screw and rod construct may produce early juxtalevel degeneration by imping-
presence of spondylolisthesis, preoperative pain score on a 10-point visual analog scale (VAS), level of surgery, operative time, blood loss, and any complications including any subsequent operations. Adequate medical records could not be obtained on eight patients. These medical charts were unable to be located. Outcome was also determined through follow-up. Follow-ups were recorded in the office or from a telephone or mail questionnaire by an unbiased observer. Any subsequent surgeries were recorded along with a postoperative VAS pain rating. The average follow-up time for all patients was 46.3 ± 25.5 months (Range=24-131 months). The pedicle screw patients had an average follow-up of 62.1 ± 35.3 months, and the translaminar facet screw patients had an average follow-up of 37.5 ± 11.0 months. 67 patients had at least a two-year follow-up. Post-operative pain VAS scores were recorded on 61 patients (91.0%). Follow-up questionnaires were not completed due to incorrect contact information or inability to reach the patient.

Statistical Methods
Summary statistics (number, mean/frequency, standard deviation/percentage, and range) were provided for age, gender, spondylolisthesis, previous lumbosacral surgery, pre-operative VAS for pain, at the L5-S1 level, and number of levels fused. Summary statistics were listed for both the total patient population (80 patients) with adequate records and the patients with 2 year post-operative follow-up (67 patients). A frequency table was provided for the categorical variable of number of reoperations by type of device, either translaminar facet screws or pedicle screws. Fisher’s exact test was used to test for an association between the number of reoperations and type of device. The odds ratio and 95% exact confidence interval were also calculated. The Mann-Whitney test was used to determine an association between VAS score and instrumentation type. A paired t-test was used to test for the mean difference between pre-operative and post-operative VAS. The 95% exact confidence interval was also calculated. The operative time and blood loss values were also compared between instrumentation populations using an unpaired t-test. P-values were recorded.

Results
Study Population
In the final study population, 67 patients were included. 43 patients (64.2%) had posterior fixation with translaminar facet screws, (Figure 5) and 24 (35.8%) had posterior fixation with pedicle screws. (Figure 6) Both procedures were interspersed, but translaminar facet screws were first used in April, 1999. Overall demographic characteristics of both device groups were similar considering the difference in population numbers.

Occurrence of Reoperations Instrumentation Type
Two out of the 43 patients (4.7%) with translaminar facet screw instrumentation had a second operation on the previously operated site whereas 9 of the 24 (37.5%) patients with pedicle screw instrumentation had a second operation. There was a significant association between type (translaminar facet screws versus pedicle screws) and occurrence of a reoperation (P = 0.0010).

A patient went under a second operation due to continued or new pain, a possible pseudarthrosis, or pain from the instrumentation. All pedicle screw patients that had a second operation required exploration of the fusion mass and had their pedicle screws and rods removed due to continued or new pain after their index operation. It was determined from exploration that one patient (4.2%) did have a pseudarthrosis...
at the instrumented level. The two patients with translaminar facet screws, who had a subsequent operation, did not have their instrumentation removed. One patient had an exploration of the instrumented site without removing the instrumentation and was determined to have a solid fusion based on surgical exploration. The other patient had pedicle screws inserted without removing the facet screws and addition of an intertransverse fusion due to a pseudarthrosis. The average amount of time prior to reoperation was 18 months following the original procedure with a range of 7-30 months.

**Previous Lumbosacral Procedure**
22 patients (32.8%) of the total population had a previous decompression operation without fusion. Four (18%) of these patients had a reoperation to remove their instrumentation. This is not a significant difference (p=1.0000) from those patients who had not had a previous lumbosacral surgery.

**Multi-level Procedure**
28 patients (41.8%) of the total population had more than 1 level fused; 25 were 2 levels, and 3 were 3 levels. 6 (21.4%) of these patients had a reoperation to remove their instrumentation. This is not a significant difference (p=.5054) from those patients who had a one-level operation.

**Operative Time and Blood Loss**
The operative times and blood loss values are listed in Table 1 by instrument type. The operative time was significantly lower in the translaminar facet screw population (p=.0062) as was the blood loss (p=.0019).

**Other Complications**
The only other complication that occurred was an infection of the surgical site. This occurred in one patient (4.2%) in the pedicle screw population and one patient (2.3%) in the translaminar facet screw population.

**Patient Reported Outcome**
All 67 patients that were included in this study had a follow-up of at least one year either by an office visit or by a telephone or mail questionnaire. Based on pre-operative and post-operative pain VAS, a calculated mean difference between the post-operative VAS and the pre-operative VAS could be determined. For the translaminar facet screw patients, this mean difference was 4.070 (p<.0001). This p-value indicates that the mean difference is indeed significantly different from zero. The pedicle screw patients had a VAS mean difference of 3.411 (p=.0158). This p-value also indicates that the mean difference is significantly different from zero. There is not a significant association between VAS score and instrumentation type (p=.2499). All patient-reported outcome results are detailed in Table 2.

Overall, in two comparable populations functional outcomes were better in the translaminar facet screw group compared to the pedicle screw set. Also, a significantly lower reoperation rate with lower operative time, blood loss, and complication rate was found in the translaminar facet screw population. At a minimum 2 year follow-up, subjective evaluation demonstrated a significant decrease in post-operative pain visual analog scores as compared to the pre-operative values (p<.0001) (3).

Currently, the surgeon author of this review has completed 150 operations with translaminar facet screws on the lumbar spine from August, 1997 to September, 2005. Excellent success with no major complications has been seen.

**Image Navigation**
Recently, with the introduction of image-guided surgery techniques, the surgeon has had the ability to obtain simultaneous multilevel visualization intraoperatively both successfully and safely without the standard open exposure. Image navigation has been particularly effective for translaminar facet screw placement.

<table>
<thead>
<tr>
<th>Table 1: Operative time and Blood loss</th>
</tr>
</thead>
<tbody>
<tr>
<td>Translaminar Facet Screw Patients</td>
</tr>
<tr>
<td>--------------------------------------</td>
</tr>
<tr>
<td>Operative Time</td>
</tr>
<tr>
<td>Blood Loss</td>
</tr>
</tbody>
</table>

Unpaired t-test: p=.0062

Unpaired t-test: p=.0019

<table>
<thead>
<tr>
<th>Table 2: Functional Outcome</th>
</tr>
</thead>
<tbody>
<tr>
<td>Translaminar Facet Screw</td>
</tr>
<tr>
<td>-------------------------------------</td>
</tr>
<tr>
<td>Reported Surgical Outcome</td>
</tr>
<tr>
<td>Pre-Operative VAS</td>
</tr>
<tr>
<td>Post-Operative VAS</td>
</tr>
<tr>
<td>Calculated Mean Difference (Pre-operative - Post-operative)</td>
</tr>
</tbody>
</table>
Translaminar facet screw fixation. Since translaminar facet screw fixation can be performed through a minimal exposure, virtual fluoroscopy allows the surgeon to place the screws through a series of stab incisions while still visualizing the spine with accurate placement. Many studies have shown low pedicle screw misplacement rates, low incidence of radiation exposure, and excellent operative field viewing with image-guided navigation. (1-2, 6, 8, 14, 18-19, 22, 27, 29, 30-31). Two studies have investigated the use of virtual fluoroscopy in translaminar facet screw placement. Both studies involved a technique where the translaminar facet screws were placed percutaneously through stab wounds under fluoroscopic guidance. Sasso et al.33 performed a human cadaveric study with a percutaneous reference frame. The results of the study showed acceptable placement with no screws placing the spinal canal or exiting nerve root at risk. Shim et al performed a similar study evaluating their clinical experience of 65 screws inserted under fluoroscopy. (32). There was one complication in screw placement. A post-operative CT scan showed a fractured tip of a superior articular process of the sacrum. However, the path of the screw was not determined to be incorrect. These studies validate the use of translaminar facet screws under image navigation and fluoroscopy and established it as a technically feasible, safe, economical, and efficient method for stabilizing the posterior spine in a minimally invasive fashion.

Discussion
Translaminar facet screws have a number of advantages over other posterior fixation techniques. They can be inserted in a minimally invasive fashion without significant dissection while maintaining a technically undemanding procedure. With the use of image navigation, the surgeon is able to visualize each spine segment with accuracy. This has proven to result in low screw misplacement rates and excellent operative field viewing.

Numerous studies have substantiated the biomechanical and clinical performance of translaminar facet screws. When indicated, translaminar facet screws provide the necessary stability for the lumbar spine. Translaminar facet screw fixation is a safe, uncomplicated, cost-effective, rigid construct that should be indicated in circumferential lumbar fusions.

References
Editor’s Comments
This manuscript elegantly demonstrates the safety and benefits of translaminar facet screw fixation and ALIF in selected cases of lumbar spondylolisthesis. The authors have also demonstrated that the technique was well tolerated. They demonstrated the advantages of this technique over pedicle screw fixation, including the lower price, a diminished operative time, the better clinical outcome, and the shorter learning curve.

However, they did not state information regarding the indications and contraindications of this procedure, and the fusion rate.

The need for an accompanying ALIF to attain fusion seems to be the main drawback of this technique. I agree with the authors that this technique is an appropriate alternative to pedicle screw fixation in selected cases. However, the authors did not answer this question: “Why hasn’t this technique become popular despite the aforementioned advantages”.

Sait Naderi, MD